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Manufacturer’s Name: ASHCROFT
®

INC. 

Manufacturer’s Address: 250 East Main Street  Stratford, Connecticut 06614-5145  USA 

Description of Product: Industrial Monitoring / Pressure Transducer 
 

Model codes: PTE-2, ATE-2 Hand Held Calibrator (HHC)  

HM2, AM2 pressure / temperature Plug in Modules 

modules 
 

Manufacturer’s Quality System: ISO9001: 2008 certificate No. 100118  

LRQA, Inc. Houston, Texas USA 

Applicable ATEX Directive: 2014/34/EU Equipment or Protective System intended for use in Potentially 

Explosive Atmospheres Directive Directive 
 

Standards: EN 60079-0: 2012 Generic Harmonized Standard 

EN 60079-11: 2012  Equipment protection by intrinsic safety "i 

EN 60079-26: 2015 Explosive atmospheres - Part 26: Equipment with 

Equipment Protection Level (EPL) Ga 
 

EC TYPE-Examination Cert. No.: FM12ATEX0035X 

FM Approvals Ltd. 1 Windsor Dials, Windsor, Berkshire, UK. SL4 1RS 

T: +44 (0) 1753 750 000 F: +44 (0) 1753 868 700  

E-mail: atex@fmapprovals.com www.fmapprovals.com 
 

Certification Service ID Number: 1725 
 

Date of issue: 2013-08-21 

Current Issue: 2016-03-29 

 

QA Notification Number: SIRA 02 ATEX M147 

Certification Service ID Number: 0518 

QA Notification Body: 

 

SIRA Certification Service /CSA Group 

Rake Lane, Eccleston, Chester, CH4 9JN - UK 

Date of issue: 2013-09-27 

Current Issue: 2016-05-16 

  

Statement of Conformity: The specified product is in conformance with the provisions of the listed 

above applicable standards, and meets the requirements for essential 

health and safety, according to Annex X of ATEX directive 2014/34/EU. 

 on 4/21/2016 

Philip A. Reed - Manager, Quality Assurance  Date of Issue 
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